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Purpose: To investigate whether a remote, miniaturized pressure sensor could maintain
calibration and function through organized thrombus over an extended period in a porcine
model of abdominal aortic aneurysm (AAA).
Methods: Six adult pigs had an AAA surgically created and excluded. A sensor zeroed to
atmospheric pressure was placed within the aneurysm sac and another within the supra-
renal aorta of each animal. Pressure measurements were taken at the initial operation and
then on a weekly basis over 2 months. The aortic sensors were correlated to an intra-
arterial pressure catheter at the initial operation and at the time of sacrifice. Back-table
sensor correlation with atmospheric pressure was done at the time of explantation.
Results: Three animals died during the follow-up period. Five animals were available for
6-week follow-up, of which 3 survived for the complete 8-week protocol. Two of the sur-
viving animals had an intra-aortic sensor. All 5 aneurysm sac sensors functioned through-
out the experimental period. At the time of sacrifice, the sacs contained a large amount
of organized thrombus in which the sac sensors were deeply embedded. The 3 aortic
sensors also functioned throughout the course of the experiments. The pressures corre-
lated within 5 mmHg to the catheter-based measurements taken at the initial operation
and at the time of sacrifice. Comparison to atmospheric pressure revealed no calibration
offset in any sensor.
Conclusions: This chronic implantation study demonstrates the durability of a remote, min-
iaturized pressure sensor within a surgically created aneurysm sac as well as the supra-
renal aorta of a porcine AAA model. There was no calibration offset in any of the sensors,
and they remained valid at explantation. We believe that this is further evidence of the
potential applicability of this sensor for clinical use.
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The current gold standard for evaluating the
status of an excluded abdominal aortic an-
eurysm (AAA) after endovascular aneurysm
repair (EVAR) is interval imaging studies. Sev-
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Fig. 1lThe ImPressure sensor is a wireless, re-
mote pressure sensor. The sensor is acoustically
energized and converts this energy into electrical
impulses for pressure determination. The pressure
measurement is converted to an acoustic message
that is transmitted to the ultrasound probe and dis-
played on the monitor.
eral modalities are used, including computed
tomographic angiography (CTA), magnetic
resonance angiography (MRA), or ultrasound
examination.1–7 CTA is the most widely em-
ployed imaging modality but has the draw-
back of iodinated contrast. Many patients
have contrast allergies or renal insufficiency
that prevents the use of contrast agents. CTA
is unable to detect endoleaks if intravenous
contrast cannot be administered. MRA and ul-
trasound can potentially overcome this defi-
ciency. MRA technology can detect the pres-
ence of endoleaks without nephrotoxic
contrast, but this approach has not been
widely accepted to date because the study is
expensive and requires specialized imaging
expertise. Ultrasound also has its drawbacks;
notably, the expertise of the technologist dic-
tates its ability to detect endoleaks.
The limitations of these imaging studies
have driven an interest in monitoring the
pressure within an excluded aneurysm sac.
Until recently, any pressure measurement
within an aneurysm sac required an invasive
procedure, either via a catheter placed in an
intra-arterial fashion at the time of EVAR8 or
through a translumbar approach.9 Both these
techniques may place the patient at risk for
infection from the indwelling intrasac cathe-
ter.
Technological advances have allowed the
development of a new method of pressure
measurement in an excluded sac. Remote,
wireless pressure determination has been re-
ported by 2 techniques. Ohki et al.10 showed
the efficacy of radiofrequency monitoring in a
canine model, while we have investigated the
use of an ultrasound-based format.11 Both
techniques allow intrasac pressure measure-
ments without manipulation of the sac or the
use of externally directed catheters. In our ini-
tial experimental protocol with the Im-
Pressure device, we studied only a 2-week im-
plantation period to follow pressure changes.
In an effort to further evaluate the clinical ap-
plicability of this technology, we sought to de-
termine the durability of the sensor over a
longer period, which would also allow us to
investigate how well the sensor retained its
initial calibration and functioned in more or-
ganized aneurysm sac thrombus.
METHODS
Pressure Sensor
The ImPressure sensor (Fig. 1) (Remon Med-
ical Technologies, Caesarea, Israel) is de-
signed to measure systolic and diastolic pres-
sure. Owing to new unique identification
codes, the sensors can be positioned at dif-
ferent locations in the same animal and inter-
rogated separately to obtain pressure read-
ings. Each sensor was set to zero at
atmospheric pressure prior to implantation to
test calibration maintenance over time.
Animal Preparation
This investigation was approved by the eth-
ics committee on animal experimentation of
the University Medical Center, Utrecht, The
Netherlands, and conformed to the Guide for




Fig. 2lAn intraoperative fluoroscopic image with
the tip of a pigtail catheter in the suprarenal aorta.
The sensors within the suprarenal aorta (arrow)
and the excluded aneurysm sac (arrowhead) are
easily interrogated individually despite their prox-
imity.
the Care and Use of Laboratory Animals pub-
lished by the National Institutes of Health
(NIH Publication No. 85–23, revised 1996).
Six adult female Landrace pigs weighing
4564.5 kg were prepared for the study with a
6-day course of acetylsalicylic acid (80 mg/d)
prior to the implantation procedure. Clopido-
grel was given as a 225-mg oral loading dose
the day prior to the operation. Both the aspi-
rin and clopidogrel (75 mg/d) were continued
after the procedure until termination.
Before operation and termination, the ani-
mals were fasted overnight and premedicated
with intramuscular ketamine (10 mg/kg). An
ear vein was used for intravenous access. In-
travenous midazolam (0.4 mg/kg), atropine
(0.5 mg), and thiopental sodium (4 mg/kg)
were given. The animals were intubated and
ventilated with a mixture of oxygen and air
(1:2) and halothane (0.6%). Midazolam (0.3
mg/kg/h) and sufentanil (2.5 mg/kg/h) were
continuously infused. Electrocardiography,
capnography, and arterial line pressure were
used to monitor the animals’ condition.
For the implantation procedure, a midline
laparotomy was performed to expose the ab-
dominal aorta from the level of the renal ar-
teries to the aortic trifurcation (i.e., left and
right common iliac arteries and the tail ar-
tery). Two lumbar arteries and the inferior
mesenteric artery (IMA) were controlled. Sys-
temic heparin (100 U/kg) was administered
prior to aortic clamping.
A longitudinal aortotomy was performed in
the infrarenal position. A sensor was placed
in the suprarenal position through this aor-
totomy and secured with a U-type stitch that
exited in the suprarenal location (Fig. 2). After
placing the suprarenal sensor, the infrarenal
aorta was then replaced with a specially de-
signed graft that was sutured to the aorta as
an interposition graft. The graft was tailored
to remain in a position slightly superior to the
IMA. Care was taken to include both lumbar
arteries in a way that neither anastomosis
would compromise their patency. The proxi-
mal and distal clamps were removed, and
each of the lumbar arteries was checked for
backbleeding. The sensor was then sutured to
the interposition graft with 5–0 Prolene prior
to completing the creation of the aneurysm.
A polyester patch measuring ;6312 cm
was sutured to each wall of the aorta using
5–0 Prolene in a running fashion; surgical
clips were placed for later fluoroscopic iden-
tification of the sac. Pressure measurement
within this ‘‘sac’’ was performed by direct
puncture with a 22-G angiocatheter that was
attached to an arterial monitoring line. The
pressure was also measured with both pres-
sure-sensing devices in an open abdomen sit-
uation. Comparison was made to the femoral
arterial monitoring line. The animal was ex-
tubated and allowed to recover overnight. Ad
lib chow was started the following morning.
Noninvasive Pressure Measurements
As early as postoperative day 1, noninva-
sive pressure measurements were taken in a
transcutaneous fashion through a retroperi-
toneal window suitable for ultrasonography;
no surgical exposure was required, and all the
animals were interrogated in an awake, am-
bulatory state. Subsequent measurements
were made on a weekly basis throughout the
8-week protocol. There were no comparative
measurements made with a catheter-based
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Creation of a Type III Endoleak
The animals were returned to the operating
room after 6 weeks. After the induction of
general anesthesia, noninvasive pressures
were measured. A 9-F sheath was placed in
the femoral artery, and a Glidewire (Terumo
Europe, Leuven, Belgium) was directed
through the interposition graft and into the
suprarenal aorta under fluoroscopic guid-
ance. A 14-mm 3 4-cm angioplasty balloon
(Cordis Europe, Roden, The Netherlands) was
centered on the defect created in the specially
designed polyester graft by locating the sur-
gical clips. The balloon was inflated until the
defect in the graft was seen to rupture by fluo-
roscopy. The balloon and wire were removed.
Noninvasive pressure measurements were
taken after the graft was ruptured. At the com-
pletion of the procedure, the animal was ex-
tubated and allowed to recover overnight. Ad
lib chow was started the following morning.
The animals were followed for an additional
2 weeks by noninvasive pressure measure-
ments as described earlier.
Termination and Pressure Sensor
Validation
For termination, the animal was returned to
the operating room and general anesthesia
was induced. Noninvasive pressure measure-
ments were taken. The midline laparotomy
was opened to expose the surgically created
aneurysm. Catheter-based measurements
were then taken and compared to the intra-
aortic sensor. Once completed, the animal
was sacrificed by an intra-cardiac injection of
potassium chloride. The aortic and sac sen-
sors were harvested. Each sensor was placed
in a water bath and compared to atmospheric
pressure in order to assess its calibration.
RESULTS
One animal died within 24 hours of the initial
operation; necropsy revealed no evidence of
intra-abdominal hemorrhage. Two additional
animals died from intra-abdominal hemor-
rhage during the creation of the type III en-
doleak. This left 5 animals available for 6-
week follow-up and 3 for the complete 8-week
protocol. There was no difficulty in obtaining
readings from sensors within the aneurysm
sac or the suprarenal aorta (Fig. 3). This was
true both before and after the creation of the
type III endoleak. In addition, there was a
large amount of organized thrombus seen
within the surgically created aneurysm sac at
the time of necropsy. The intrasac sensors
were deeply imbedded in the thrombus.
Noninvasive pressure measurements and
catheter-based measurements were almost
identical in terms of the systolic pressures
and pressure waveforms (Fig. 3). The mean
aortic systolic pressure at the initial operation
was 95 mmHg (n53). The mean aortic systolic
pressure at termination was 100 mmHg
(n52). Mean intrasac systolic pressures at the
initial operation were 55 mmHg (n55; range
25–80), almost identical to the direct puncture
of the surgically created aneurysm sac. The
same measurement was not taken at the time
of termination because of the thrombus-filled
sac.
In the evaluation of sensor calibration, no
change was seen for any sensor during the
study period. In other words, an initial im-
plant procedure, creation of a type III endo-
leak by balloon angioplasty, and the presence
of organized thrombus did not change the cal-
ibration of the pressure sensors over the 6 to
8-week experimental protocol.
DISCUSSION
Numerous reports in the literature have
raised concerns for the durability of endovas-
cular aneurysm repair. These concerns have
spawned an interest in improving devices
through advances in design as well as in sur-
veillance techniques. Presently, CTA is the ac-
cepted gold standard for following patients
after EVAR. However, many patients cannot
tolerate contrast for these serial CTA studies,
so ultrasound scanning is used as an alter-
native, but recent reports have also supported
the use of MRA. All of the modalities are lim-
ited by their timing. In other words, signifi-
cant changes can occur in the 12-month in-
terval between examinations. In addition, the
current scan must be compared with the prior
scan to provide any valuable information in




Fig. 3lThis sample tracing from one of the suprarenal intra-aortic sensors shows the stan-
dard pulsatile waveform. A systolic pressure of 108 mmHg and a diastolic pressure of 54
mmHg are displayed.
terms of aneurysm sac changes by either di-
ameter or volume measurements.
None of these imaging modalities provides
an ad hoc assessment of the aneurysm sac.
Noninvasive pressure measurement of an ex-
cluded aneurysm sac could potentially elimi-
nate this issue. Pressure measurement anal-
ysis would provide the exact pressure within
an aneurysm sac at any given time. Patients
could be interrogated on a more frequent ba-
sis because the time required for pressure
measurement would be very short compared
to any of the imaging modalities. Therefore,
small changes could be detected early and
further investigated prior to significant expan-
sion of a repressurized aneurysm sac.
We previously demonstrated the initial fea-
sibility of the ImPressure sensor in an animal
model of abdominal aortic aneurysm over a
brief experimental protocol.11 We extended
the time frame of the experimental protocol
to 8 weeks in the current study to evaluate the
durability of the remote, miniaturized pres-
sure sensor in the same animal model. We
observed that the sensor can be easily inter-
rogated in the follow-up period despite the
presence of organized thrombus, and we
were able to successfully interrogate more
than one sensor in any given animal. Impor-
tantly, the sensor maintained its calibration
during the course of the study despite some
significant manipulation.
An issue with remote pressure sensing de-
vices has been compartmentalization of an
excluded aneurysm sac. The question is
whether the localized development of a type
II or III endoleak would affect the pressure in
only a specific region of an excluded sac. In
our initial study,11 we were able to insert only
one sensor within an animal. Thanks to a
technological advance, we can now implant
and recognize multiple sensors in an animal,
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which may help shed light on this question.
In fact, an obvious future direction for this
work is determining whether or not an ex-
cluded sac is compartmentalized.
A criticism of our work is the inability to
compare our weekly transcutaneous mea-
surements with a catheter-based pressure
measurement. A chronically catheterized
model is fraught with complications and was
not a goal of this work. We believe the mea-
surements obtained during the follow-up in-
terrogation protocol were accurate, as the cal-
ibration of the sensor remained intact when
explanted and analyzed in comparison to at-
mospheric pressure. A future experimental
protocol could address this issue with a
chronically catheterized model that includes
the remote sensors.12
Another issue is the anticoagulation re-
quired to maintain patency of the interposi-
tion grafts. Pigs are hypercoagulable com-
pared to humans, and the grafts would have
thrombosed without the addition of clopido-
grel. We saw an aneurysm sac completely
filled with thrombus in all of the animals and
do not believe that the anticoagulation ther-
apy impacted the aneurysm sac.
The clinical utility of intrasac pressure mea-
surements remains controversial. A key issue
is whether or not this modality will change
the standard follow-up protocol at any given
institution that has an endovascular program.
We are unable to answer this question with
this current work, but we feel that more data
on the efficacy of this technology will provide
confidence in its future application. This work
has demonstrated the durability of the Im-
Pressure sensor to function in organized
thrombus and to remain valid with its mea-
surements. The transition from animal work
to clinical correlation is underway and may
provide additional useful information.
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